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An energy-tunable transmission hard x-ray microscope with close to 60 nm spatial resolution in
three dimensions �3D� has been developed. With a cone beam illumination, a zone plate of 50 nm
outmost zone width, a stable mechanical design, and software feedback, we obtained tomographic
data sets that are close to 60 nm spatial resolution. Meanwhile, the element specific imaging was
also obtained by a differential absorption contrast technique used below and above the absorption of
the element. Examples of advanced intergraded circuit devices are used to demonstrate the element
selectivity and spatial resolution in 3D of the microscope. © 2006 American Institute of Physics.
�DOI: 10.1063/1.2211300�
The development of a high resolution transmission x-ray
microscope1–3 �TXM� has been actively pursued since the
availability of synchrotron sources. In the soft x-ray region
�100 eV–1 keV�, a zone plate4–7 based TXM has achieved a
spatial resolution of 15 nm.8 However, such a resolution has
been a big challenge in the hard x-ray region due to the
difficulty of zone plate fabrication. In the hard x-ray region,
tomographic resolution approaching 400 nm by a compound
reflective lens has been reported.9

In this letter, we report the construction of such a micro-
scope at the National Synchrotron Radiation Research Center
�NSRRC�, which can operate in the photon energy range
between 8 and 11 keV with better than 60 nm spatial
resolution10 in two dimensions �2D�, and tomographic im-
ages at close to 60 nm voxel resolution. With energy from
8 to 11 keV, silicon-based samples with a thickness of
100 �m can be imaged nondestructively. Elements with ab-
sorption edges between this photon energy range can be de-
tected using the technique of differential absorption contrast
imaging.

The microscope is installed at Beamline BL01B �Ref.
11� of NSRRC with a superconducting wavelength shifter
�SWLS� source, which provides a measured photon flux of
4.5�1011 photons/s /0.1%bw in the energy range
5–20 keV. The x-ray beam is focused by a toroidal shaped
focusing mirror �FM� with a focal ratio nearly equal to 1:1. A
double crystal monochromator �DCM� using a pair of
Ge�111� crystals tunes the x-ray energy in the 8–11 keV
range, with an energy resolving power of better than 1000
that matches the zone number of the objective zone plate; in
the present case it is �400. The energy range 8–11 keV is
thus chosen in order to cover the absorption edges of Cu, Zn,

Ga, Ge, As, Ta, W, Au, Hg, Pb, etc., the most important
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elements for semiconductor industries. After the focusing
mirror and Ge�111� DCM, the x rays are further shaped by a
capillary condenser.12,13 The condenser is a circularly sym-
metric single reflection glass capillary optic whose profile is
custom made according to the characteristic of the incident
beam. Its entrance aperture is about 300 �m and with an end
opening about 200 �m and 15 cm length. This capillary con-
denser gives the reflection angle of 0.5 mrad with respect to
the propagation direction. The measured reflection angle
from the condenser is from 0.87 to 1.13 mrad. A gold bead is
attached to the end of the condenser so that a hollow cone
beam of illumination is generated. The beam is then focused
on the sample position. After traveling a distance of the focus
length of zone plate, 27 mm in this case, the zone plate of
70–85 �m diam is well illuminated by the cone beam gen-
erated by the capillary condenser.

Due to the emittance of the synchrotron source in the
horizontal and vertical directions, which are quite different,
there is a tradeoff between brightness and uniformity of the
image. The synchrotron source is always in elliptical in
shape and has a wide spread in a horizontal direction. Be-
cause of the difference between the horizontal and vertical
emittances is about several orders of magnitude, it is hard to
balance the illumination of the vertical and horizontal direc-
tions. The way we use to match the source is to adjust only
the beam line so that the positions of the vertical and hori-
zontal focis are at the same position after the condenser for
optimizing the flux.

For a Fresnel zone plate, the diffraction-limited resolu-
tion is 1.22dr, where dr is the outermost zone width. The
zone plate is made by electroplating gold on the silicon ni-
tride membrane; the thickness of gold is 890 nm, which

gives a retardation of about � /2, and the test efficiency of
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first order diffraction is above 10%. Using a zone plate with
a 50 nm outermost zone width, we are able to achieve 60 nm
diffraction-limited spatial resolution with well engineered
mechanical and thermal stability. By acquiring a series of 2D
images with the sample rotated stepwise, three-dimensional
�3D� tomographic data can be reconstructed and rendered.

The software is developed to calculate the center of ro-
tation of the sample from each angle and then the computer
can automatically perform tomographic data acquisition. Due
to the vibration and the wobble of the rotation stage, the
misalignment in the horizontal and vertical directions could
be several micrometers, which requires the automatic align-
ment process in the software. The alignment of data is pro-
cessed by a phase correlation method,14,15 which is a modi-
fied method from the cross correlation16 method and it
sharpens the correlation function of the two images. The to-
mography data set can be automatically aligned and recon-
structed by the software.

The focal length of a zone plate lens is proportional to
x-ray energy. To cover the 8–11 keV operational x-ray en-
ergy for the x-ray microscope in which the detector is kept
stationary for stability, three zone plates are used to minimize
any change of the magnification of x-ray imaging as a func-
tion of x-ray energy. The diameters of the three zone plates
are 85, 75, and 70 �m, respectively. With these diameters,
the three zone plates have approximately the same focal
length for 8.5, 9.5, and 10.5 keV x rays, respectively.

The total image magnification is equal to the product of
x-ray image magnification and the optical magnification of
20. The total image magnification is from 780–880 in
8–11 keV, corresponding to an about 12% variation, as
shown in Fig. 1. With the design, the sample can be imaged
by different energies with the same image magnification if
the two energies are chosen precisely.

We show an interesting application of the TXM in im-
aging the defective tungsten plugs, which interconnect the
different layers of the integrated circuit �IC�. The issue often
encountered in the tungsten plug is a defect in its center,

FIG. 1. The calculated magnification vs energy from 8 to 11 keV. The mag-
nification varies between 780 and 110 for the 8–11 kev x-ray energy range
due to the focal length of zone plate changes with the x-ray energy. To
minimize variation of the image magnification and focal length variation,
three zone plates with different diameters are used. Furthermore, it is desir-
able to choose the same magnification for different energy to do the image
subtraction under and above the absorption edge.
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which is called a “keyhole” formed in the electroplating pro-
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cess of tungsten. The keyhole can cause the breakdown of
the circuit. For x-ray microscopy measurements at
8–11 keV, the preferable thickness of silicon-based IC is
below 50 �m, which gives the transmission from 50% to
70% at normal incidence, and gives 12%–42% at an angle of
70°.17 The general preparation process of silicon-based IC is
thinning at the back of the silicon side down to a thickness of
about 150 �m and then dimples18 the silicon side further
down to 50 �m.

The tomography datasets are also reconstructed from
141 images, from −70° to +70°, which is taken under
10.5 keV, above the absorption edge of the tungsten
�10.1 eV�. The exposure time for a 0° image is 1 min, and it
increases according to the angle between the sample normal
and input beam.

FIG. 2. �a� �Color� 3D rendering of tungsten plug with a keyhole and the
diagrams showing the structure of the keyhole �right to� and the tungsten
plug with a 350 nm diam. �Right bottom� The tungsten plug with a 250 nm
diameter. �b� The 3D rendering of the tungsten plug is plotted with higher
threshold. The wire made of a copper-aluminum alloy is removed from the
rendering; the tungsten distribution is shown. The red region of the left
picture is the region of the right picture. The red region in the right picture
is the tungsten plug, which is analyzed in �c�. �c� The top view and side view
of the tungsten plug displayed in a voxel mode �top� and an isosurface
�bottom� mode. The orange line indicates the region of the cross-section plot
that is shown in Fig. 3. �d� The measurement of the size of the keyhole. The
diameters of the keyhole range from 50 to 80 nm.

FIG. 3. �Color� The cross-section plot of the orange line in Fig. 2. Thect to the terms at: http://scitation.aip.org/termsconditions. Downloade

resolution is estimated and is near 60 nm.
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The reconstructed image shown in Fig. 2�a� and the
cross-section diagram indicates the tungsten plugs of 350
and 250 nm with a keyhole whose diameter is measured in
Fig. 2�d�. Figure 2�b� shows the 3D rendering image from
which the low absorption of alloy of copper and aluminum is
removed. Therefore, the Fig. 2�b� shows a clear tungsten
distribution. The tomography data sets consist of an area of
12.51 �m�7.85 �m�5.2 �m. A closer image is shown in
the right part of Fig. 2�b�, where the red boxed region indi-
cates the area to be analyzed. The region is a 250 nm tung-
sten plug with a keyhole inside. The original data in this area
were cropped and interpolated for smoothing the data. The
interpolated data are shown in Fig. 2�c�, which is the side-
view displayed by the isosurface mode showing the size of
the hole three dimensionally. The line plot of the orange line
in Fig. 2�c� is shown in Fig. 3. The vertical axis is the rela-
tive absorption, which is converted from the original tomog-
raphy dataset. The maximum absorption is set to 100, and the
minimum absorption is set to 0. The horizontal axis is the
distance, which is 400 nm in the line plot. The plot shows the
cross section of the keyhole, therefore, there are two local
maximums of the absorption indicating the walls of the tung-
sten plug. The first maximum and second maximum is at 60
and 210 nm, respectively. The resolution of the tomography
dataset can be judged as the absorption goes from 20% to
80% �Ref. 19� in 62 nm, and the period is in 124 nm. We
conclude that the half-pitch period of tomography is around
60 nm. The diameter of this keyhole is estimated from
50 to 80 nm as shown in Fig. 2�d�. On average, the size of a
keyhole is about 75 nm.

In summary, we have demonstrated the methodology of
implementing a tunable transmission microscope for syn-
chrotron source and the tomography data calculated from a
limited angle �+70° to −70° � datasets that are close to
60 nm tomographic spatial resolution. Meanwhile, using the
contrast above the x-ray absorption edge, the image element
specific is also demonstrated by investigating the keyhole of
the tungsten plug.
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