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ABSTRACT: A novel active personal nanoparticle sampler
(PENS), which enables the collection of both respirable par-
ticulate mass (RPM) and nanoparticles (NPs) simultaneously,
was developed to meet the critical demand for personal
sampling of engineered nanomaterials (ENMs) in workplaces.
The PENS consists of a respirable cyclone and a micro-orifice
impactor with the cutoff aerodynamic diameter (dpa50) of 4 μm
and 100 nm, respectively. The micro-orifice impactor has a
fixed micro-orifice plate (137 nozzles of 55 μm in the inner
diameter) and a rotating, silicone oil-coated Teflon filter sub-
strate at 1 rpm to achieve a uniform particle deposition and
avoid solid particle bounce. A final filter is used after the im-
pactor to collect the NPs. Calibration results show that the
dpa50 of the respirable cyclone and the micro-orifice impactor are 3.92 ± 0.22 μm and 101.4 ± 0.1 nm, respectively. The dpa50 at
the loaded micro-Al2O3 mass of 0.36−3.18 mg is shifted to 102.9−101.2 nm, respectively, while it is shifted to 98.9−97.8 nm at
the loaded nano-TiO2 mass of 0.92−1.78 mg, respectively. That is, the shift of dpa50 due to solid particle loading is small if the
PENS is not overloaded.
Both NPs and RPM concentrations were found to agree well with those of the IOSH respirable cyclone and MOUDI. By using
the present PENS, the collected samples can be further analyzed for chemical species concentrations besides gravimetric analysis
to determine the actual exposure concentrations of ENMs in both RPM and NPs fractions in workplaces, which are often
influenced by the background or incident pollution sources.

■ INTRODUCTION
The development and commercialization of nanotechnology
have been growing very rapidly over the past few decades. As
more engineered nanomaterials (ENMs) are being incorporated
into products or devices, concerns about potential environmental
and occupational health implications also increase. In particular,
workers in the nanotechnology-based industry deserve more
attention as they may have the greatest risk to expose to ENMs
that lead to adverse health effects.1−3 Furthermore, many
toxicological and epidemiological studies have shown that inhaled
ENMs pose a higher adverse effect than that of large particles,
because the number and surface area concentrations of ENMs are
much higher than those of large particles with the same mass.1

Therefore, the assessment of the potential occupational health
risks due to the exposure to ENMs is essential to ensure their safe
manufacturing and handling in the workplaces.
Personal sampling is a better way to ensure accurate re-

presentation of the worker’s exposure to ENMs than sampling
at a fixed location.1 However, commercial samplers that sample

particles in the nanosized range such as the micro-orifice uniform
deposit impactor (MOUDI),4 the low pressure impactor (LPI),5

or the electrical low pressure impactor (ELPI),6 and so forth are
too heavy to be used as a personal sampler. The Marple personal
cascade impactor was developed as a personal cascade impactor
with the dpa50 of 21 to 0.4 μm in its 0−8 stages and an after filter,
which does not cover the nanosized range.7 Therefore, many
studies have been devoted to the development of a personal
nanoparticle sampler. For example, a thermal precipitator (TP)
was designed as a personal sampler to deposit nanoparticles
uniformly on a colder plate by a uniform temperature gradient.8,9

The morphology, crystallography, and chemical composition of
the deposited particles could be further analyzed by using scanning
electron microscopy (SEM) or transmission electron microscopy
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(TEM). The quantitative number concentrations can be estimated
from the particles deposited on the TEM grids with the use of a
model established by Lorenzo et al.10 Miller et al.11 developed a
hand-held electrostatic precipitator to deposit nanoparticles on the
substrate with collection efficiencies from 76% to 94% for nano-
particles ranging from 30 to 400 nm in diameter. However, the
sampling time is too long, and the image analysis is time-
consuming for these devices. In addition, particle mass collected is
not adequate for subsequent gravimetric or chemical analyses.
Furuuchi et al.12 developed an active portable sampler that is able
to collect a sufficient amount of NPs. Two inertial filters were
assembled in series as the particle separators, and a backup filter
was used to collect NPs. Nevertheless, the smallest cutoff diameter
at the maximum allowable pressure drop of 5.7 kpa at 6 L/min is
140 nm only. The improvement to decrease the cutoff diameter to
100 nm or smaller is still in progress.12 Recently, a personal
respiratory dose (NRD) sampler was developed to collect particles
smaller than 300 nm with an efficiency that matches with the
particle deposition curve in the respiratory tract.13

NPs can be generated from the handling process of ENMs,
high temperature combustion or reaction processes or in-
cidental sources.14,15 In additional to NPs, the RPM should be
taken into account for the assessment of ENMs exposure in
workplaces, since a large fraction of ENMs was found in the
RPM due to the agglomeration of NPs or attachment of NPs to
other coarse particles.13 For representative assessment of personal
ENMs exposure, therefore, it is critical to collect both NPs and
respirable particulate mass (RPM) simultaneously. Many samplers
have been developed for RPM sampling in the past,16−18 in which
cyclones are most widely used because their penetration curves are
less sharp than those of impactors and can match with the
respirable sampling criterion.19,20 In addition, cyclones have the
advantages of minimal particle bounce and re-entrainment and
a high particle mass loading.21

In this study, a novel personal nanoparticle sampler (PENS)
was designed for simultaneous active sampling of RPM and
NPs by using a respirable cyclone and a micro-orifice impactor
in series. Both liquid and solid particles were used to evaluate
the cutoff characteristic of the PENS. The influence of solid
particle loading in the PENS on the separation performance
was also examined. For assessing the sampling accuracy, the mea-
sured RPM and NPs concentrations by the PENS were compared
with those of a collocated MOUDI (model 110, MSP Corp.

MN, USA) and a conventional respirable IOSH cyclone20,22 in
the laboratory.

Design of the PENS. As shown in Figure 1, the present
sampler consists of three main parts. The first part is a respir-
able cyclone, which is used to classify particles larger than 4 μm
in aerodynamic diameter (dpa). The second part is a micro-
orifice impactor with the cut-point of 100 nm. Particles ranging
from 100 nm to 4 μm will impact on the impaction plate while
NPs are collected by the final part, which is a filter cassette
containing a 37 mm Teflon filter (Teflo R2PL037, Pall Corp.,
NY, USA). The size and weight of the PENS are 107 mm
(length) × 44 mm (width) and 240 g, respectively. The sampl-
ing flow rate is kept at 2 L/min to ensure the pressure drop of
the PENS, 14.1 kpa (respirable cyclone: 0.1 kpa, micro-orifice
impactor: 13 kpa, Teflon filter: 1 kpa), is within the maximum
allowable pressure drop of 21 kpa for the personal sampling
pump (AirChek XR5000, SKC Inc., Eighty Four, PA, USA)
used in the study. The XR-5000 pump is able to drive the
PENS for more than 12 h, which is long enough for the 8 h
duration of a typical work shift. More details of the pressure
drop versus flow rate characteristics of the PENS and the per-
formance curve of the personal pump can be seen in the
Supporting Information (Figure S1).
The design of the present respirable cyclone is different from

that of the conventional tangential flow RPM cyclone in Tsai et
al.18,20 Instead of upward direction, the air flow from the vortex
finder of the cyclone exits downward directly into the micro-
orifice impactor to facilitate the compact assembly of the PENS.
The respirable cyclone was designed based on the dimension-
less parameter, (Stk50)

1/2, the square root of the cutoff Stokes
number, which is defined as the following:23

=
ρ

μ
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where Cc is the slip correction factor, ρp is the particle density
(kg/m3), dpa50 is the cutoff aerodynamic diameter (m), Ui is the
gas velocity at the inlet (m/s), μ is the air dynamic viscosity
(kg/m-s), and D is the inner diameter of the cyclone (m). The
design of the resiprable cyclone was similar to the IOSH 18 mm
respirable cyclone developed by Tsai et al.18,20 except that the flow
direction from the vortex finder was different. For dpa50 = 4 μm, the
side length of the tangential square inlet opening was calculated to

Figure 1. Schematic diagram of the PENS.
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be 2.4 mm at the sampling flow rate of 2 L/min based on eq 1.
Later, the laboratory calibration showed that the dpa50 was 4.7 μm.
The inlet dimension was then reduced to 2.1 mm to achieve the
dpa50 close to 4.0 μm. Details are described in the Results and
Discussion section and Figure S3 in the Supporting Information.
The dpa50 of the micro-orifice impactor was designed to be

100 nm. The design was also based on eq 1 in which D and Ui
were replaced by the nozzle diameter and air speed at the
nozzle, respectively. Referring to (Stk50)

1/2 of the ninth stage of
the MOUDI,4 which is 0.62, the micro-orifice plate was
designed to have 137 nozzles, each of which is 55 μm in the
inner diameter. The nozzle plate with the effective diameter of
6.8 mm for the nozzles was manufactured by a semiconductor
process to have a smooth nozzle shape, as shown in Figure 1.
To achieve a uniform particle deposition and avoid solid par-
ticle bounce, a stepper motor (SPC-15RF, Epoch Electronics
Corp., Japan) powered by eight AA nickel−metal hydride (Ni−
MH) rechargeable batteries was used to rotate the impaction
plate at 1 rpm while the nozzle plate was fixed.

■ EXPERIMENTAL SECTION
The experimental procedure is described briefly in this section.
More details can be seen in the Supporting Information (Figure
S2). The inner wall loss of nanoparticles in the PENS without
the micro-orifice impactor in place was first determined by
using monodisperse liquid oleic acid (OA) particles classified
by the TSI 3085 nano-differential mobility analyzer (DMA)
with dpa from 16 to 185 nm. After that, polydisperse solid
microsized Al2O3 (or micro-Al2O3) particles (QF-Al-8000,
Sipernat, Japan) generated by the small scale powder disperser
(SSPD, TSI, model 3433) were used to calibrate the respirable
cyclone, while monodispese liquid OA and solid NaCl particles
classified by the TSI 3085 nano-DMA or long-DMA with dpa
from 16 to 560 nm and solid micro-Al2O3 with dpa from 500 nm
to 4 μm generated by the SSPD were used to calibrate the micro-
orifice impactor. Solid particle loading effect on the collection
efficiency of the micro-orifice impactor was conducted, and the
shift of the cutoff diameter and the maximum solid particle loading
capacity were also determined. The tests were conducted with
nano-TiO2 (AERODISP P25, Degussa, Germany) and micro-
Al2O3 for the micro-orifice impactor. The following equation was
used to calculate the wall loss (L) or the particle collection effici-
ency (η) of the respirable cyclone or the micro-orifice impactor:

η = − ×
⎛
⎝⎜

⎞
⎠⎟L

N
N

or 1 100%2

1 (2)

where N1 and N2 are the particle concentration at the inlet and
outlet of the respirable cyclone or the micro-orifice impactor
measured by the TSI 3786 ultrafine condensation particle
counter (UCPC) for submicrometer particles or the TSI 3310A
aerodynamic particle sizer (APS) for microsized partidcles,
respectively. The sharpness (σ) of the collection efficiency
curves is described as the following:17

σ =
d

d
pa84

pa16 (3)

where dpa84 and dpa16 are the particle diameters corresponding
to the collection efficiency of 84% and 16%, respectively.
After solid particle loading tests, the PENS was then used to

sample the liquid OA or solid Al2O3 particles with the collocated
MOUDI and the IOSH cyclone in laboratory comparison tests.

■ RESULTS AND DISCUSSION

Calibration of Particle Collection Efficiency Curves.
The wall loss in the PENS for particles from 16 to 185 nm in
dpa without the micro-orifice impactor in place or with the
cyclone only is shown in Figure 2. It is seen that the particle

loss is less than 10% for the particles of all diameters, and it
increases slightly with decreasing particle size due to Brownian
diffusional deposition. The maximum loss occurs at dpa of 16 nm,
which is 9.2% for the PENS without the impactor in place or 2.5%
for the PENS with the cyclone only.
The calibration results of the respirable cyclone are shown in

the Supporting Information (Figure S4), which shows that the
dpa50 of the respirable cyclone is 3.92 ± 0.22 μm and the
collection efficiency for particle below 1 μm less than 5% when
the side length of the square inlet is 2.1 mm. The curve matches
very well with the ACGIH sampling criterion for respirable
particles. In comparison, when the side length was 2.4 mm as
calculated based on the design of the 18 mm IOSH cyclone,
dpa50 was found to be 4.7 ± 0.3 μm, and the collection efficiency
curve deviated very much from the sampling criterion.
Figure 3 shows the calibrated liquid particle collection

efficiency curves of the micro-orifice impactor at different S/W
ratios (S: jet-to-plate distance, W: nozzle diameter). This figure
indicates the cutoff characteristic is very sensitive to the S/W
ratio and the dpa50 is 82.6, 101, and 110 nm at the S/W of 9.76,
13.8, and 16.2, respectively. At S/W = 13.8, the dpa50 of 101 nm
is very close to the desired value of 100 nm, and the collection
efficiency curve is as sharp as the ninth stage of MOUDI except
for particles with dpa less than 90 nm. The collection efficiency
has a minimum value of 5% at 60 nm below which it increases
with decreasing dpa with a maximum of 13.7% at 16 nm, which
is due to the Brownian diffusional deposition mentioned pre-
viously. The reason why the collection efficiency is slightly less
sharp when dpa is less than 90 nm is because of the low nozzle
Reynolds number of 385 used in the present micro-orifice
impactor, which falls outside of the desirable range of 500−
3000 for achieving a sharpest efficiency curve.24

Figure 4 shows the solid NaCl particle collection efficiencies
of the micro-orifice impactor with the aluminum foil impactor
substrate coated with 0.4 mg of silicone oil (or 8.75 μm in
thickness, KF96SP, Shin-Etsu Chemical Co. Ltd., Taiwan) and

Figure 2. Liquid particle loss in the PENS without the micro-orifice
impactor in place or with the cyclone only.
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the substrate is initially clean. The S/W was set at 13.8. The oil-
coated substrate was heated to 150 °C for 1.5 h to remove the
volatile species. It is seen that solid particle bounce occurs when
dpa > 200 nm whether the substrate is rotating or not. The
collection efficiency for the nonrotating impaction plate is
much lower than that with the rotating impaction plate due to
more severe solid particle bounce. For the rotating impaction
plate, the collection efficiency reaches a maximum value of 94%
at dpa = 200 nm and then starts to decline to 85% at dpa = 560
nm. This result is different from a previous study by Pak et al.25

who only conducted a solid particle bounce test for the fifth or
sixth stage of the MOUDI (dpa50 = 1 or 0.56 μm) and con-
cluded that bounce was almost entirely eliminated by using the
silicone oil-coated substrates with the coating thickness of only
0.3 μm. This difference is due to a much smaller dpa50 of the
present micro-orifice impactor of 100 nm and much higher air jet
velocity from the nozzle of 105 m/s. In comparison, the jet
velocity in Pak et al.25 is only 50 m/s. In Figure 5, the air jet is seen
to disperse silicone oil on the substrate leaving an oil-free spot

under each of the 137 nozzles, even when the substrate is rotating.
The photograph was taken after introducing clean air through the
PENS for 2 h. For the nonrotating substrate, similar oil-free spots
were observed, and there was a small solid particle mound formed
underneath each nozzle leading to more severe particle bounce.26

An oil-soaked sintered metal disk was used as the impaction
substrate to reduce solid particle bounce as the pores of the
metal could serve as oil reservoirs.27 However, a sintered metal
disk is too heavy and not suitable for subsequent gravimetric or
chemical analyses. Turner and Hering28 used an oil-coated
Teflon membrane filter with a pore size of 10 μm and found it
had the same solid particle collection characteristics as that of
an oiled sintered metal disk. The good solid particle sticking
efficiency was attributed to the pore structures of the Teflon
membrane filter for holding the oil. Here, a 10 μm Teflon filter
(PTU 1002550, Sterlitech Corp., USA) coated with silicone oil
was used as the new impaction substrate supported by the
aluminum foil to avoid solid particle bounce.
Figure 4 shows that, when the Teflon filter was coated with

10 mg of silicone oil, the collection efficiency curve of solid
particles is very close to that of the liquid particles, with the
dpa50 and GSD of 103 nm and 1.39, respectively. Furthermore,
the collection efficiencies for a particle ranging from 500 nm to
4 μm are very close to 100%, which indicates that the oil-coated
Teflon filters enable the effective capture of microsized solid
particles with negligible solid particle bounce.

Solid Particle Loading Effect. The results in the previous
section apply to initially clean impaction substrates only. For
the substrate loaded with more solid particle mass, the influence
on the cutoff characteristics was also investigated. With the
silicone oil-coated Teflon filter as the rotating substrate, the
collection efficiency curves of the micro-orifice impactor after
loading with micro-Al2O3 and nano-TiO2 are shown in Figure
6a and b, respectively. For micro-Al2O3 loading, the collection
efficiency curves at different loaded mass from 0.36 to 3.18 mg
are seen to be almost the same as those of clean substrates
(Figure 6a). The dpa50 at the loaded masses of 0.36, 1.36, 2.35,
and 3.18 mg is 102.9, 102.6, 101.5, and 101.2 nm, respectively,
and the corresponding σ of the efficiency curves are 1.49, 1.41,
1.47 and 1.47, respectively. This means there is only a 1.7%
shift of dpa50 and a negligible change of the shape of collection
efficiency curves. Most of solid particles are now embedded in
the oil-coated porous structure of the filter instead of forming
particle mounds on the substrate, which will otherwise invoke
particle bounce. The collection efficiency for particles from 200
nm to 4 μm remains very close to 100% indicating a good
loading capacity of the substrate. Similarly for the nano-TiO2
loaded substrates, solid particles do not bounce after heavy
particle loading up to 3.42 mg. The dpa50 shifts to 98.9, 97.8,
and 83.3 at the loaded mass of 0.92, 1.78, and 3.42 mg, res-
pectively, and the corresponding σ was increased to 1.79, 1.85,
and 2.24, respectively. Slightly higher collection efficiency was
observed for particles smaller than 100 nm when loading with
nano-TiO2 particles because the substrate becomes rough with
loaded particles that increase the collection efficiency of small
particles. For loading with micro-Al2O3 particles, the increase is
much less obvious for particles smaller than dpa50.
Hence, the PENS can handle at least 1.78 or 3.18 mg of

nano- or microsized particle loaded mass, respectively, with a
less than 5% shift to a smaller value for dpa50, and a negligible
solid particle bounce. In other words, the limitation for operat-
ing the PENS in a typical 8 h work shift sampling is that the

Figure 3. Liquid particle collection efficiency of the micro-orifice
impactor, OA particles.

Figure 4. Solid particle collection efficiency of the micro-orifice
impactor, S/W = 13.8, initially clean substrate, NaCl particles.
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average concentration must be lower than 1.85 or 3.3 mg/m3,
respectively, for NPs and RPM in the workplaces.

Effect of S/W on Cutoff Characteristic of the Micro-
orifice Impactor. As discussed previously, S/W has an effect
on the cutoff characteristic of the micro-orifice impactor, and
such effect was studied further at several S/W ratios from 3.13
to 16.2. Results are shown in Figure 7, where (Stk50)

1/2 is

plotted against the S/W ratio. For the present micro-orifice
impctor, (Stk50)

1/2 is increased gradually from 0.479 to 0.624
with the increasing S/W from 3.13 to 16.2. These results are
different from the previous finding based on the single nozzle
impactor,29 where (Stk50)

1/2 was found to reach to a constant
value of 0.49 when the S/W ratio is greater than 1. This
difference is perhaps due to the radial cross-flow effect for the
impactor with multiple nozzles such that the nozzles at
difference radial positions may have different particle collection
efficiencies. Further study of this effect is currently in progress.
The data points obtained from the nano-TiO2 particles loaded

on the silicone oil-coated aluminum foil substrate with 0−5.7 mg
loaded mass also follow the same trend. The jet-to-plate distance is
reduced from 760 μm (or S/W = 13.8) when the substrate is
initially clean (or 0 mg of loaded mass) to 540 μm (or S/W = 9.8)

Figure 5. Photographs of the silicone oil-coated aluminum foil before and after introducing clean air through the PENS for 2 h.

Figure 6. Particle collection efficiency curves of the micro-orifice
impactor after loading with different masses of (a) micro-Al2O3 and
(b) nano-TiO2 particles.

Figure 7. Relationship between (Stk50)
1/2 and S/W value of the micro-

orifice impactor.
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and 180 μm (or S/W = 3.3) when the loaded particle mass on
the substrate is increased to 1.08 mg and 5.7 mg, respectively,
which reflects in the reduction of (Stk50)

1/2 and the shift of dpa50
from 100 nm to 88.6 and 69.4 nm, respectively. In contrast,
when the silicone oil-coated Teflon filter is used, no obvious
solid particles accumulated on the substrate surface was
observed for loaded mass up to 3.18 mg as most particles
were embedded inside the pores of the filter. Therefore, a very
minimum shift of the dpa50 and the efficiency curve are observed
as shown in Figure 6. This is the additional advantage of using
the oil-coated Teflon filter as the impaction substrate.
Laboratory Comparison Tests. Figure 8a and b shows the

comparison of the NPs and RPM concentrations, respectively,

sampled by the PENS with those of the collocated MOUDI
(flow rate: 30 L/min) and the IOSH resiprable cyclone (flow
rate: 2.15 L/min). For NPs comparison, the tests were con-
ducted using liquid OA particles (NMD = 100−200 nm), and
only the ninth stage impactor (dpa50 = 100 nm) was used in
order to avoid NPs loss in the upper stages. Results show that

the NP concentrations measured by the PENS are very close to
those of the MOUDI with a correlation coefficient (R2) of
0.988. Slightly higher NP concentrations measured by the
PENS than those of the ninth stage of the MOUDI are due to
the fact that the collection efficiency curve of the micro-orifice
impactor is less sharp for particles smaller than 90 nm. This
means more particles with dpa less than 90 nm will penetrate
the micro-orifice impactor leading to a slightly higher NPs
concentration. For the comparison of RPM concentrations, the
tests were conducted using liquid OA and micro-Al2O3 particles
(NMAD = 1 μm). The MOUDI with the 10th stage impactor
(dpa50 = 56 nm) removed and the IOSH respirable cyclone were
used for the comparison. For the MOUDI, the respirable mass
of each stage was calculated according to the ACGIH criterion,
and the RPM was calculated as the sum of the respirable mass
at all stages. Results show that the RPM concentrations
measured by the PENS agree well with those of the MOUDI
and IOSH cyclone with the R2 of 0.966.
The above results show that the current PENS is able to

sample solid or liquid RPM and NPs simultaneously with good
accuracy. Compared to the existing personal nanoparticles
sampler,7,12,13 the PENS has the lowest cutsize of 100 nm with
a reasonably low pressure drop and is operable by a personal
sampling pump. Currently, the personal sampling data of both
RPM and NPs are largely lacking for addressing the potential
health risks of inhaled nanoparticles. The data collected by the
PENS are expected to be able to fill this gap. However, there
are some limitations when operating the PENS. First, in order
to prevent the PENS from overloading and the shift in dpa50, it
is recommended that the average mass concentration be less
than 1.85 or 3.3 mg/m3, respectively, for the NPs or RPM for
the typical 8 h sampling duration. Second, the lowest NPs
concentration of the PENS must be greater than 2 μg/m3 to
ensure that the NP filters can be weighed accurately after 8 h
sampling. Since in many cases nanomaterials are present as
agglomerates with a diameter larger than 100 nm, sufficient
amount of RPM will be collected on the substrate of the micro-
orifice impactor for accurate gravimetric analysis.
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