
I
d
d

W
a

b

c

a

A
R
R
A
A

K
I
D
M
M
t

1

i
I
1
F
1
s
r
t
b
i
e
a
(
o
a
1

D

0
h

Journal of Chromatography A, 1288 (2013) 21– 27

Contents lists available at SciVerse ScienceDirect

Journal  of  Chromatography  A

jou rn al h om epage: www.elsev ier .com/ locat e/chroma

mmunocapture  couples  with  matrix-assisted  laser
esorption/ionization  time-of-flight  mass  spectrometry  for  rapid
etection  of  type  1  dengue  virus

en-Hung  Chena,  I-Hsiang  Hsub,c,  Yuh-Chang  Sunb,  Yu-Kuo  Wanga, Tung-Kung  Wua,∗

Department of Biological Science and Technology, National Chiao Tung University, Hsin-Chu, Taiwan
Department of Biomedical Engineering and Environmental Sciences, National Tsing-Hua University, Hsin-Chu, Taiwan
Center for Measurement Standards, Industrial Technology Research Institute, Hsinchu 30011, Taiwan

 r  t  i  c  l  e  i  n  f  o

rticle history:
eceived 2 January 2013
eceived in revised form 7 February 2013
ccepted 8 February 2013
vailable online 28 February 2013

a  b  s  t  r  a  c  t

A  facile  method  for  accurate  detection  of type  1  dengue  virus  (DV1)  infection  from  complex  biological
mixtures,  using  type  specific  immunocapture  coupled  with  matrix-assisted  laser  desorption/ionization
time-of-flight  mass  spectrometry  (MALDI-TOF  MS),  was  developed.  The  biological  mixtures  were  treated
with magnetic  particles  coated  with  a monoclonal  antibody  directly  against  type  1  dengue  virus.  After
immunocapture  purification,  the DV1  was eluted  with  30%  acetic  acid,  directly  spotted  with  seed-layer
eywords:
mmunocapture
engue virus
onoclonal antibody
atrix-assisted laser desorption/ionization

ime-of-flight mass spectrometry

method,  and  analyzed  by MALDI-TOF  MS for DV1  capsid  protein.  The  detection  limit of  the  assay  was
∼105 pfu/mL  by  MALDI-TOF  MS.  The  immunocapture  could  unambiguously  differentiate  the  DV1  from
other serotypes  of  the  dengue  viruses  and  Japanese  encephalitis  virus,  and  could  be  used  as a specific
probe  to  detect  DV1  from  complex  biological  mixtures.

© 2013 Elsevier B.V. All rights reserved.
. Introduction

Dengue infection is the most important mosquito-borne viral
nfection worldwide, especially in the tropics and subtropics [1].
t is estimated that more than 2.5 billion people living in over
00 countries are at high risk for endemic dengue transmission.
urthermore, dengue infections are responsible for as many as
00 million cases of dengue fever (DF) annually. There are four
erotypes of dengue virus (DV-1, 2, 3, 4), which are antigenically
elated but distinct from each other. A primary infection with any of
he four serotypes of DV leads to life-long immunity to this serotype
ut only partial or temporary immunity to the others. Secondary

nfection with different serotypes, due to antibody-dependent
nhancement phenomena, may  lead to more severe diseases, such
s dengue hemorrhagic fever (DHF) and dengue shock syndrome
DSS) [2,3]. Annually, there are more than 200,000–500,000 cases
f DHF, causing 22,000 deaths mainly among children under the
ge of 15 [4,5]. The case fatality rates of DHF and DSS are as high as

0–15% if no proper treatment is given in early stage [3,6,7].

Up-to-date, neither effective drugs/protective vaccines for
F/DHF nor timely and accurate diagnosis of specific DV strains

∗ Corresponding author. Tel.: +886 3 5729287.
E-mail address: tkwmll@mail.nctu.edu.tw (T.-K. Wu).

021-9673/$ – see front matter ©  2013 Elsevier B.V. All rights reserved.
ttp://dx.doi.org/10.1016/j.chroma.2013.02.030
are available. The development of serotype-specific assay for DV
detection is of importance both to the treatment of patients and to
epidemiological surveillance. Several protocols for dengue detec-
tion have been described. Traditional virus isolation and the viral
infectivity titer assay is the “gold standard” method used to detect
and type the dengue infection. However, long cell-cultured periods
of a week or longer for virus growth is time-consuming and not suit-
able for high-throughput detection [8].  Alternatively, serological
diagnosis of dengue infection includes capture of immunoglob-
ulin M (IgM) antibodies, which need to be produced at least 5
days after the onset of fever. Moreover, the test is complicated
by the cross-reactive antigenic determinants shared by the four
dengue virus serotypes and other flaviviruses. Previously, based
on genomic information, molecular techniques such as polymerase
chain reaction (PCR), reverse transcription-PCR, and real-time PCR
have been shown to be faster assays than cell culture and IgM
antibodies assays [9–12]. Possible false-positive reactions, due
to cross-contamination of PCR products, and time-consuming of
stained agarose gel electrophoresis, however, have limited the
high-throughput screening. Recently, biosensor-based diagnostic
methods including piezoelectric [13], optical [14–16],  and elec-

trochemical [17,18] have been developed. Faster techniques are
needed for the early diagnosis of dengue infection.

In the last several years, mass spectrometries including electro-
spray ionization mass spectrometry (ESI MS)  and matrix-assisted

dx.doi.org/10.1016/j.chroma.2013.02.030
http://www.sciencedirect.com/science/journal/00219673
http://www.elsevier.com/locate/chroma
http://crossmark.dyndns.org/dialog/?doi=10.1016/j.chroma.2013.02.030&domain=pdf
mailto:tkwmll@mail.nctu.edu.tw
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Fig. 1. Experimental strategy for detection of d

aser desorption/ionization time-of-flight mass spectrometry
MALDI-TOF MS)  have emerged as rapid and sensitive tools to char-
cterize microorganisms [19], including bacteria [20,21], fungi [22],
pores [23], and viruses [24–26].  In the electrospray ionization,
he analyte(s) of interest is dispersed by electrospray and ionized
y mixing water with volatile organic compounds. However, clog-
ing of samples on devices, low tolerance to salt concentration,
nd difficulty on deconvolution of multiply charged proteins, are
sually experienced [19]. Alternatively, because of its large mass
ange, higher tolerance to contaminants including salts, deter-
ents, and buffer components, and robustness in instrumentation,
ALDI-TOF MS  has been applied in the identification of unique

rotein biomarkers for individual microorganisms. Furthermore,
n order to reduce the analysis time and ease of operation, other
pproaches such as immunomagnetic separation (IMS) have also
een coupled with MALDI-TOF MS  for virus detection [27–30].
espite the utilization of the methodologies in various fields, the
pplication of immunocapture coupled with MALDI-TOF MS  for
etection of DVs remains unexplored. In this study, we  developed a
imple method for DV1 detection using magnetic bead conjugated
ype 1 specific monoclonal antibody coupled with MALDI-TOF MS
Fig. 1).

. Experimental

.1. Chemicals and materials

The MALDI matrices: �-cyano-4-hydroxycinnamic acid (CHCA),
inapinic acid (SA), 2,5-dihydroxybenzoic acid (DHB), protein
tandard I, and peptide calibration standard were purchased
rom Bruker Daltonics. ZipTip C18 was purchased from Millipore.
ybond-P PVDF transfer membrane, nProtein A sepharose and
i sepharose were purchased from GE healthcare life science.
scherichia coli host strain BL21(DE3) and plasmid pET28a were
urchased from Novagen. All other materials were from Sigma,
nless specified differently.

.2. Virus preparation

The used prototype of DV strains: DV-1 (Hawaii), DV-2 (PL046),
V-3 (H84), DV-4 (H241), and JEV(T1P1) were propagated in C6/36

ells. The virus titers were determined by plaque assay in BHK21
ell [31]. The DV viruses were prepared in BSL-2 (Biosafety level-2)
nvironment and inactivated by exposure to UV light for 30 min
fter experiments [15].
 virus by immunocapture and MALDI-TOF MS.

2.3. Cloning, expression and purification of DV1 E395 proteins

A cDNA encoding DV1 E395 (residues 1–395) was ampli-
fied from viral RNA by M-MLV  Reverse Transcriptase according
to the manufacturer’s instructions (invitrogen). For gene sub-
cloning, the sense strand oligonucleotide primer sequence
was 5′-gAATTCATgCgATgCgTgggAAT (EcoR I site underlined)
and the antisense strand oligonucleotide primer was 5′-
CTCgAgTTATCCTTTCTTgAACCAgC (Xho I site under line). PCR
conditions were as follow: denaturation 94 ◦C 5 min, followed
by 25 cycles of (i) denaturation (94 ◦C 30 s), (ii) annealing (55 ◦C
30 s), and (iii) elongation (72 ◦C 90 s), followed by a final 10 min
elongation period at 72 ◦C. The PCR product was ligated into
pET28a plasmid using EcoR I and Xho I restriction sites, sequenced
and transformed into E. coli strain BL21(DE3) to express and
purify E395 protein following the previous published procedure
[32]. The emergence of protein in the fractions was collected
in ∼1.5 mL/tube. Fractions containing protein were analyzed
by sodium dodecyl sulfate polyacrylamide gel electrophoresis
(SDS-PAGE).

2.4. Generation of mAbs against DV1 E protein

Six-week-old female Balb/c mice were intraperitoneally immu-
nized at 2-week intervals with inactivated DV1 (∼105 particles)
mixed with complete Freund’s adjuvant twice and then given
three boosts of recombinant DV1 E395 protein (100 �g) mixed
with incomplete Freund’s adjuvant. Hybridomas were generated
according to the previous published procedures [33]. Hybridoma
supernatants were screened for the presence of antibodies against
DV1 with indirect ELISA coated inactive DV1. Positive hybridoma
cells were cloned by limiting dilutions and the serotype-specific
mAbs were further identified with dot blot using C6/36 cells
infected with four different serotypes DV. The mAb  was  purified
with nProtein A sepharose.

2.5. Identification of serotype specificity of anti-E mAb  with Dot
blot assays

Different dengue virus solutions and negative control: JEV
solution, C6/36 cell cultured medium, and PBS-diluted human

serum as the target were used to identify the serotype speci-
ficity of anti-E mAbs. To perform the dot blot assay, 50 �L of
different targets were spotted on a methanol-activated Hybond-
P PVDF membrane with Dot Blotter (Major science) and detected
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ith SNAP i.d.TM Protein Detection System (Millipore) accord-
ng to the user guide. The signal was detected with Western
ighting-ECL kit (PerkinElmer life science) and Fuji X-ray medical
lm.

.6. Immobilization of anti-E mAb  on magnetic beads

The tosyl groups on the surface of tosyl-activated magnetic
eads (Dynabeads M-280) were used to react with amine groups of
nti-E mAb  (clone 3-46-1) and BSA (as negative control) to form
table covalent bonds. According to the manufacturer’s instruc-
ions, 40 �L of beads (8.0 × 107 beads) were transferred to a tube
nd washed once with 1 mL  of buffer A (0.1 M sodium phosphate
uffer/pH 7.4). After the supernatants were removed, 33 �L of
uffer A, 5 �L of mAb  (∼40 �g) and 25 �L of buffer B (3 M (NH4)2SO4

n buffer A) were mixed with magnetic bead pellets by vortex-
ng step by step and the mixture was incubated for 48 h at room
emperature on a drum roller. Next, the magnetic beads were
locked with 1 mL  of blocking buffer (0.01 M sodium phosphate
uffer/pH 7.4, 0.5% (w/v) BSA, 0.15 M NaCl) for 1 h at room tem-
erature on a roller. Then, the magnetic beads were washed twice
ith 1 mL  of wash buffer (0.01 M sodium phosphate buffer/pH 7.4,

.1% (w/v) BSA, 0.15 M NaCl) and the beads were re-suspended in
0 �L of wash buffer to achieve the final desired bead concentra-
ion (20 mg/mL). The amount of mAb  immobilized on magnetic
eads was determined using BCA protein assay kit (Pierce). The
nti-E mAb  conjugated beads were then stored at 4 ◦C for further
se.

.7. Immunomagnetic separation (IMS) of dengue virus

Aliquots of anti-E immobilized magnetic beads, anti-E@MBs
1 �L, ∼106 particles) were mixed with 85 �L of 10 mM PBS-TBN
uffer (0.1 g of BSA, 0.02 g of sodium azide, and 0.02 mL  of Tween
0 in 100 mL  of 0.01 M sodium phosphate buffer/pH 7.2) and 10 �L
f dengue virus stock solution (∼107 pfu/mL) or virus stock solu-
ion mixed with human serum (HS) or fetal bovine serum (FBS),
espectively. The mixture was allowed to react for 30 min  at room
emperature on a dump roller. The MBs  were separated using com-

on  magnet and washed twice with 200 �L of PBS and once with
00 �L of DI water. The captured virus was eluted from the MBs
ith 1 �L of 30% acetic acid.

.8. Identification of DV immunocaptured on anti-E@MBs with
nzymatic digestion

Five microliters of anti-E@MBs were incubated with 100 �L
f DV1 stock solution and 400 �L of 10 mM PBS-TBN buffer for

 h at room temperature on a roller. Subsequently, the MBs  were
ashed twice with 500 �L of PBS and once with 500 �L of water.
V1 elution was accomplished by incubation of beads with 20 �L
f 0.1% TFA for 5 min  at room temperature. The supernatant was
ransferred into a new tube and neutralized by adding 7 �L of
00 mM NH4CO3. The further reduction was carried out with 1.5 �L
f 400 mM DTT for 10 min  at 95 ◦C. After the mixture had cooled
own to room temperature, alkylation was achieved by adding

 �L of 500 mM IAA and then incubating the mixture for 30 min
t room temperature, void of light. Then, the enzymatic diges-
ion of immunocaptured dengue virus was reacted with 5 �L of
rypsin (20 �L/mL) for 17 h at 37 ◦C. Before the MALDI analysis, the
igested mixture was desalted with ZipTip C18, according to the
anufacture’s protocol. The peptides identification was  searched

ith Mascot engine (Matrix Science, London, UK) using NCBI non-

edundant as database. The following parameters were used for
he database searching: peptide mass tolerance: ±75 ppm, fixed

odification: carboxymethyl, variable modification: oxidation, and
r. A 1288 (2013) 21– 27 23

one missed cleavage was  allowed. The information on amino acid
sequences of DV1 structural proteins were obtained through the
NCBI database and sequenced from our DV1 strain used in this
study.

2.9. MALDI-TOF MS analysis

A freshly saturated matrix solution was prepared by dissolving
CHCA (10 mg/mL) in 50% ACN containing 0.1% (v/v) TFA. For the
auto and high throughput screening, the seed-layer method was
used to prepare the homogeneous sample surfaces for intact pro-
tein detection, with the typical procedure as follows: (i) a diluted
matrix solution (1.5 mg/mL  in acetonitrile) was applied (1.0 �L)
onto the MALDI target, (ii) the sample eluted from beads was
then premixed 1:1 with saturated matrix solution and applied
(2.0 �L) onto the same spot and (iii) the sample was allowed to
dry at room temperature for 5 min  before the target was inserted
into the mass spectrometer. For peptide form enzymatic diges-
tion, 1 �L of C18 desalted peptide elution was premixed 1:1 with
saturated CHCA then spotted on the MALDI target directly. MALDI-
TOF mass spectra were measured on a MALDI-TOF Bruker Autoflex
III Smartbeam (Bruker Daltonics) with a MTP  384 target plate
polished steel T F and a pulsed 337 nm nitrogen laser. The laser
power was  adjusted to 65% of its maximal intensity. The instru-
ment was  operated in linear modes for intact protein detection
and reflectron mode for peptide detection. Before the experi-
ments, external calibration was  applied to the instrument before
data collection. Protein standard I (insulin: M+H+ = 5734; ubiquitin:
M+H+ = 8565; cytochrome C: M+H+ = 12,361 and M+2H2+ = 6181)
and peptide calibration standard (angiotensin II: M+H+ = 1046.54;
angiotensin I: M+H+ = 1296.68; substance P: M+H+ = 1347.74;
bombesin: M+H+ = 1619.82; ACTH clip 18–39: M+H+ = 2465.20)
were used as external calibrations for intact protein and peptide
detection, respectively. A typical spectrum was  obtained by aver-
aging 3000 laser shots from 30 positions within the sample well.
The data were then reprocessed using the flexAnalysis and biotools
software.

2.10. Competitive binding assay

To evaluate the specificity of the anti-E@MBs to DV1, 1 �L
of recombinant DV1 E395 protein (∼1 mg/mL, DV1 E395 buffer
solution: 20 mM Tris, 0.5 M NaCl, 0.5 M Imidazole/pH 8.0) was  incu-
bated with 1 �L of anti-E@MBs and 85 �L of 10 mM  PBS-TBN buffer
for 10 min  at room temperature. For the control experiment, anti-
E@MBs was  incubated with DV1 E395 buffer solution before adding
DV1. After wash three times with 200 �L of PBS, the beads were
incubated with 10 �L of DV1 (∼107 pfu/mL) solutions and then
subjected to IMS  and MALDI-TOF MS  analysis.

3. Results and discussion

3.1. Analytic strategy

The primary aim of this study was to develop a method com-
bining an immunocapture step and a mass spectrometric analysis
for fast, high throughput and specific analysis of dengue virus
from complex biological mixtures. The approach involved different
steps: (i) immunocapture of dengue virus using antibody-coated
magnetic beads, (ii) virus was  eluted and lysed from the beads and

(iii) MALDI-TOF MS  detection of the capsid proteins. In the frame-
work of our study, particular attention was paid to the optimization
of the whole analytical process in order to develop a fast-response
method.
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Fig. 2. Identification of the serotype specificity of anti-E mAb  3-46-1 with dot blot
assay. DV1–DV4, four serotype dengue virus of prototype strains. JEV, Japanese
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Table 1
Tryptic peptides from immunocaptured DV1 identified by MALDI-TOF MS.

Position Amino acid residues Theoretical
monoisotopic
masses [M+H]+

Observed
monoisotopic
masses [M+H]+

Capsid protein
46–55 LVMAFIAFLR 1180.69 1180.63
87–98  EISSMLNIMNRR 1479.74 1479.80

Membrane protein
16–31 TETWMSSEGAWKQIQR 1937.92 1937.95

Envelope proteins

pendently added to virus-anti-E@MB and vortexed for 5 s prior
ncephalitis virus T1P1 strain. HS, 100 fold diluted human serum. M,  the supernatant
f  C6/36 cells cultured medium.

.2. Serotype specificity of anti-E monoclonal antibody

Based on the combination of immunocapture and MALDI-TOF
S,  the development of a rapid and specific detection system for

ype specific dengue virus is highly dependent on the availabil-
ty of specific antibodies that recognize the native dengue viruses.
or the confirmation of native virus recognizing ability, dot blot
ssay was used to identify the serotype specificity of anti-E anti-
ody (mAb 3-46-1) generated and used in this study. As shown

n Fig. 2, mAb  3-46-1 specifically reacted with DV1 but not DV2,
V3, DV4, JEV T1P1 strain, HS, nor the supernatant of C6/36 cells
ultured medium in dot blot assay, demonstrating that the mAb
-46-1 is DV1 specific.

.3. Identification of DV1 immunocaptured on anti-E@MBs with
nzymatic digestion

Tosyl-activated magnetic beads covalently conjugated with
nti-E 3-46-1 monoclonal antibody (anti-E@MB) were used in
he following experiments. We  performed the MALDI-TOF anal-
sis using two different methods: (1) linear mode of operation
or protein molecular weight and (2) reflectron mode for pep-
ide fragment analysis. The mass spectrum was analyzed using the

ascot search engine. The linear mode mass spectrum revealed
wo major peaks of m/z 11,431.8 and 5719.5 Da, respectively.
efined peptide fragments generated by trypsin digestion were
rstly desalted with ZipTip C18. The eluent was mixed with sat-
rated CHCA matrix and spotted on MALDI plate for peptide mass
pectrum analysis. The mass spectrum showed numerous peptide
ignals after trypsin digestion. Among them, four tryptic pep-
ide signals of DV1 structural proteins appeared at m/z  1180.63,
479.80, 1937.95, and 1433.75 Da, which were derived from capsid
GeneBank: AAA42940.1), capsid, membrane, and envelop proteins
f DV1, respectively, were identified from the Mascot search result.
he identified peptides along with their respective sequences are
ummarized in Table 1. This information indicated that DV1 could
e captured by the anti-E@MBs and the system could be applied in
he following procedure of virus detection.

.4. Matrix selection and MALDI spotting

To systematically optimize the performance of MALDI-TOF MS
nalysis, we compared the efficiencies of combination of matrix
hoice, sample preparation and spotting, elution buffer, and incu-
ation time. Three matrices commonly used in MALDI-TOF MS,

ncluding sinapinic acid (SA), 2,5-dihydroxybenzoic acid (DHB),
nd �-cyano-4-hydroxycinnamic acid (CHCA), were evaluated. The
atrices were dissolved in 50% ACN containing 0.1% (v/v) TFA

10 mg/mL). In addition, the MALDI spotting: seed-layer method
as used to achieve a homogeneous sample/crystal surface, for
utomated high throughput analysis and improvement of the
ALDI MS  detection sensitivity, resolution and reproducibility.

fter purification of DV1 (Hawaii) from DV1 stock solutions with
he anti-E@MBs, the DV1-magnetic beads complex were separated
125–136 LEGKIVQYENLK 1433.80 1433.75

using a magnet and proteins of nonspecific binding were removed
with serial washes. Then, the DV1-magnetic beads were reacted
with 1 �L of 30% acetic acid, and the supernatant was  mixed with
different matrix, spotted with seed-layer method and analyzed by
MALDI-TOF MS  in the linear positive-ion mode. The spectra (see
supporting information Fig. 1) showed CHCA to be the best-suited
matrix for the observation of dengue virus 1 capsid protein (acces-
sion number ACF49259.1) MS  signals. The major peak was detected
at m/z 11,431.8. A theoretical molecular weight, 11,393.8 Da, was
calculated from the amino acid sequence of the DV1 used in this
study. A theoretical m/z value of 11,432.8 could be derived from
potassium ion adduct formation of capsid protein [34,35]. There-
fore, the discrepancy in mass may  be attributed to capsid protein
after potassium ion addition and the peak could be assigned as the
capsid proteins of dengue virus.

3.5. Optimization of dengue virus binding, wash and elution
conditions

We next optimized the binding, washing, and elution conditions
to minimize nonspecific binding. Different incubation times ran-
ging from 0 to 60 min  were evaluated. The optimal incubation time
was selected to be 30 min  although the signal could be detected
after 5 min  incubation (see supporting information Fig. 2). To elim-
inate the nonspecific binding from the background signals caused
by human serum high abundance proteins, different wash buffers
including PBS and PBST containing Tween-20 or non-fat milk were
used. Further improvement of sensitivity was achieved by remov-
ing salt with additional cycles of distilled water wash. The highest
signal was detected when PBS buffer was used (see supporting
information Fig. 3A). Nevertheless, decreased peak intensity was
observed when PBST (0.05% Tween-20) or PBST/0.5% non-fat milk
was used. The results demonstrated the effect of sample wash
before spotting. Almost no MS  signal of capsid proteins could be
detected without wash conditions (see supporting information Fig.
3B). The MS  signals of capsid proteins were similar when the sample
was washed either twice with PBS + once with ddH2O or thrice with
PBS + twice with ddH2O. For rapid diagnosis, the wash condition of
twice with PBS + once with ddH2O condition was used, although
slightly higher signals were observed for conditions where the sam-
ple was washed thrice with PBS + twice with ddH2O.  To further
optimize the detection sensitivity, the effect of elution solution
on the removal of virus from anti-E@MBs was  investigated. Three
commonly used elution solutions, HCl (0.1 N and 0.01 N), TFA (0.1%
and 0.5%), acetic acid (20–50%), and the two solvent mixtures (0.5%
n-octyl-�-d-glucoside/0.5% TFA and 70% ACN/30% FA) were inde-
to matrix addition [25]. The spectra showed that 30% acetic acid
exhibits the best elution efficiency (see supporting information
Fig. 4). This condition was used as elution buffer thereafter in this
study.
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Fig. 3. MALDI mass spectra of binding specificity on anti-E@MBs. Two  major peaks
were detected at m/z  11,431.8 and 5719.5. The circle indicated peak, 11,431.8, cor-
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Fig. 4. MALDI mass spectra of competitive binding assay. In comparison to the
DV1  + anti-E@MBs (black line), the spectra of competitive binding with DV1 E395

was detected with low signal intensity (Fig. 4). Consistent with
the observation is the detection of the capsid protein MS signal
on the IMS  fraction of anti-E@MBs mixed with DV1, but not on
the anti-E@MBs mixed with PBS-TBN buffer, anti-E@MBs mixed

Fig. 5. Quantitative analysis of DV1 by MALDI-TOF MS.  Serial dilutions of DV1 were
prepared in human serum and analyzed with the method described in this study
esponds to the single charged ion, and the star indicated peak, 5719.5, corresponds
o  doubly charged ion.

.6. Binding specificity of different serotype dengue virus on
nti-E immobilized magnetic beads

The successful typing of dengue virus is crucial both for diag-
osis of the disease and implementation of epidemiologic control
easurements. We  next investigated the binding specificity of anti-

@MBs on various serotypes of dengue virus. The same amount
f DV-1, 2, 3, 4 viruses, Japanese encephalitis virus (JEV), and
6/36 cultured medium were separately mixed with aliquots of
nti-E@MBs and analyzed with MALDI-TOF MS.  The MS signals of
apsid protein at m/z 11,431.8 for single ion and m/z  5719.5 for
oubly ions were only observed in DV1 but not stock solution

f other serotypes and JEV, supporting the binding specificity of
nti-E@MBs to DV1 (Fig. 3). Interestingly, the MS  signals of DV1
nvelop and matured membrane proteins expected at m/z 53,808
(light gray line) showed that MS signal of capsid proteins was reduced and another
signal was observed at m/z  46,846, which is that of the DV1 E395 recombinant
protein. The circle indicates the MS  signal of capsid proteins.

and 8143.6, respectively, were not detected, suggesting possible
aggregation of integral membrane proteins containing hydropho-
bic regions [24,25]. The binding specificity of the anti-E@MBs to
DV1 on MALDI-TOF MS  signal was  further confirmed by competi-
tive binding assay. When the anti-E@MBs was competitively bound
to DV1 E395 recombinant proteins prior to mixing with DV1, the
MALDI-TOF MS  signal of the capsid protein reduced to almost unde-
tectable levels and a MS  signal at m/z 46,846, close to theoretical
molecular mass of 47,024 of the DV1 E395 recombinant protein,
in  triplicate. The intensity of capsid protein MS signals is dependent on the con-
centrations of the DV1 titer. The detection showed linear range between 105 and
107 pfu/mL, about 100–1000 folds lower than those described in DF and DHF patients
3  days after onset of the disease.
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ig. 6. Detection specificity of DV1 in different human sera by MALDI-TOF MS.  Diffe
he  HS without DV1 (BK) was  used as control. Intensity of bar graphs indicates con

ith DV1 stock solution but without IMS  process, or IMS  fraction
f BSA@MBs mixed with DV1 (see supporting information Fig. 5).
n summary, these data demonstrated the specificity of the anti-
@MBs on detection and typing of the DV1.

.7. Detection limit

To validate the method for Dengue virus detection, the abil-
ty of anti-E@MBs sensitivity to reach beyond the detection limit
f the post clinical onset of the disease is prerequisite. The clin-
cal serum profile was imitated with HS1, a mixture of DV1 and
uman serum. The detection limit of the anti-E@MBs on DV1 was
valuated using serial dilution of the HS1 mixed with anti-E@MBs
nd analyzed with MALDI-TOF MS  in triplicate. As shown in Fig. 5,
he detection limit for DV1 is ∼105 pfu/mL, about 100–1000 folds
ower than those described in DF and DHF patients 3 days after
nset of the disease [36–38].  In parallel, results obtained from spot-
ing with seed layer method also showed a linear calibration curve
R2 = 0.997) for serial dilution analysis. The clinical serum profiles
ere also imitated with a mixture DV1 stock solution and different
uman serum (HS) and fetal bovine serum (FBS), respectively, to
valuate the applicability of the method in real samples and the
alse-positive issue. As shown in Fig. 6, apparent capsid protein MS
ignals were detected in all DV1-containing samples with MS  sig-
al intensity to concentration relationships, but not in HS alone
ample. Since the levels of viremia titers are associated with the
everity of illness in dengue virus infection, the method developed
n this study can potentially be applied to detect DV1 infection and
o assess the severity of the disease [37,39,40].

. Conclusion

We have demonstrated, for the first time, a facile method for
erotype specific detection of dengue virus using immunocap-

ure coupled with MALDI-TOF MS.  The method unambiguously
ifferentiated the DV1 from other serotypes in a highly specific
anner. Through simple magnetic separation and 30% acetic acid

lution step, the laser-disrupted virus particles released envelope,

[

[

ilutions of DV1 was prepared in three different human sera (HS1–HS3) and in FBS.
tion dependent of capsid protein signal detected by MALDI-TOF MS.

membrane, and capsid proteins for MS  detection. Among various
matrices tested for MALDI-TOF MS  readout, the CHCA matrix pre-
pared with the seed method exhibited the best desorption and
ionization efficiency. The ∼105 pfu/mL detection limit is highly sen-
sitive and thus aids in the detection of dengue virus infection in its
early stages. Finally, with the automatic IMS  processing and sample
spotting procedures as well as MALDI-TOF MS  readout, our method
may  lead to early, accurate, high throughput, and serotype specific
diagnosis of dengue virus.
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